Patient Preparation
1. Ensure the patient is warm and relaxed
2. Shave electrode site before cleaning if excessive hair is present
3. Normal skin – wipe with soap and water, then dry
4. Oily skin – wipe with alcohol, then dry

Chest Placement
Lead Electrode Placement
- C1: Fourth intercostal space at right margin of sternum
- C2: Fourth intercostal space at left margin of sternum
- C3: Midway between position C2 and position C4
- C4: Fifth intercostal space at junction of the left midclavicular line
- C5: At horizontal level of position C4 at left anterior axillary line
- C6: At horizontal level of position C4 at left midaxillary line

For technical support or supplies, please call 1.800.426.0337. Or contact your Cardiac Science distributor.
AHA Resting ECG
Electrode Placement

Patient Preparation
1. Ensure the patient is warm and relaxed
2. Shave electrode site before cleaning if excessive hair is present
3. Normal skin – wipe with soap and water, then dry
4. Oily skin – wipe with alcohol, then dry

Chest Placement
Lead Electrode Placement

- V1: Fourth intercostal space at right margin of sternum
- V2: Fourth intercostal space at left margin of sternum
- V3: Midway between position V2 and position V4
- V4: Fifth intercostal space at junction of the left midclavicular line
- V5: At horizontal level of position V4 at left anterior axillary line
- V6: At horizontal level of position V4 at left midaxillary line

For technical support or supplies, please call 1.800.426.0337. Or contact your Cardiac Science distributor.